Key Summary Points {#FPar1}
==================

The excursion test method is a developed method of IOP measurement with pneumatonometry and a Tono-Pen cover gently touching the surface of the cornea.This method of IOP measurement was developed to work in concert with the Excursion multi-pressure dial, a modified version of the multi-pressure dial.The Excursion multi-pressure dial contains an access port within the lens of the goggles to allow pneumatonometry measurements while negative pressure is active without breaching the sealed environment.The excursion test method is a reliable and precise form of IOP measurement.

Introduction {#Sec1}
============

Open-angle glaucoma (OAG) is a leading cause of vision loss worldwide, and intraocular pressure (IOP) remains the only clinically validated, modifiable risk factor \[[@CR1], [@CR2]\]. Although glaucoma occurs at any level of IOP, elevated IOP is a significant risk factor, and strategies aimed at IOP reduction remain the foundation of treatment \[[@CR1]\]. Despite the recent emergence of new medical and surgical options \[[@CR3]--[@CR5]\], current treatment options remain imperfect, and novel treatment strategies are desirable.

Recently, a non-drug, non-laser and non-surgical device has been introduced, known as the Multi-Pressure Dial, or MPD (Equinox Ophthalmic, Inc., CA, USA). The MPD consists of a pair of goggles that individually encloses each eye connected to a regulated vacuum capable of delivering a titratable level of negative pressure to the anterior globe. It is proposed that the device reduces IOP via application of negative pressure to the anterior microenvironment around the eye, and clinical studies have demonstrated the short- and long-term safety of the device \[[@CR6], [@CR7]\].

The negative pressure environment manufactured by the MPD is dependent on a sealed environment. Because of this, traditional methods to measure IOP while the MPD device is active with negative pressure are not plausible. To obtain an IOP measurement, a modified MPD system was created known as the Excursion MPD, which consists of an access port in the lens of the goggles to permit measurements with a Reichert Model 30^®^ pneumatonometer. In addition, an Automated Ophthalmics Softips^®^ Tono-Pen tip cover (in conjunction with a silicone tube frame) is placed within the port to gently contact the cornea surface while measurements are collected to maintain a seal. This modified system permits pneumatonometry measurement without breaching the sealed environment and enables IOP measurement during active negative pressure.

The goal of this study was to evaluate the precision and accuracy of the aforementioned method to measure IOP using a human anterior segment cadaver eye model; it will be denoted the "Excursion Test Method" throughout this report. More specifically, this study will evaluate the IOP measurements obtained with the Reichert Model 30 pneumatonometer through the Tono-Pen tip cover compared with pneumatonometry measurements without a Tono-Pen cover to also investigate the presence of bias with the Tono-Pen cover in place.

Methods {#Sec2}
=======

Study Materials {#Sec3}
---------------

To investigate the precision and bias of the "Excursion Test Method," the following materials were utilized:Reichert Model 30 PneumatonometerAutomated Ophthalmics Softips Tono-Pen Tip Cover (Tono-Pen cover)Cadaver Eye Test FixtureDMEM (Dulbecco's Modified Eagle's Medium) Column ManometerArgon Medical Devices DTXPlus Pressure TransducerReference DocumentsANSI Z80.10-2014Guidance for Industry and FDA Staff, TonometersReichert, Model 30 Pneumatonometer User's Guide

Study Design {#Sec4}
------------

The excursion test method of IOP measurement was developed and adapted to function with the MPD. An adapted model of the MPD, also known as the Excursion MPD, permits IOP measurements via the excursion test method to allow IOP measurements while the device is worn with active negative pressure. This study evaluates the variance and inter-observer variability in the IOP measurement method that is proposed when the Excursion MPD is worn and active negative pressure is applied.

The Excursion MPD, a modified version of the MPD, contains a 0.6″ diameter opening in each lens that creates an access port through which a pneumatonometer tip can safely be inserted. The 0.6″ diameter access port permits placement of an access cartridge that consists of a Tono-Pen cover with a silicone support tube. To maintain a sealed environment, the cartridge is placed and secured within the access port with the proximal end (containing the Tono-Pen cover) gently contacting the cornea. Through the open, distal end of the access port, the tip of the pneumatonometer is inserted and placed against the Tono-Pen cover on the cornea to measure IOP. Notably, this utilization of the Tono-Pen tip cover is comparable to its use with the FDA-approved Tono-Pen (Reichert Inc., Buffalo, NY, USA). An image of the Excursion MPD with the cartridge in place and pneumatonometer placed through the access port is shown in Fig. [1](#Fig1){ref-type="fig"}. A photo of the standard MPD is demonstrated in Fig. [2](#Fig2){ref-type="fig"}.Fig. 1Picture showing how the pneumatonometer is inserted through the access port on the Excursion MPD, a modified version of the Multi-pressure Dial that facilitates IOP measurement during wear via pneumatonometry across a Tono-Pen tip cover acting as a membraneFig. 2Standard iteration of the Multi-Pressure Dial, a novel device capable of non-invasively lowering intraocular pressure

To test the accuracy and precision of this method of IOP measurement, a human anterior segment cadaver eye model was utilized to compare measurements with and without the Tono-Pen cover. Human eyes were obtained from the Minnesota Lion's Eye Bank, dissected and placed in a modified Petri dish as previously described \[[@CR8]\]. Cultured eyes were set to pre-determined pressures of 7, 10, 20 and 30 mmHg using a column manometer filled with Dulbecco's Modified Eagle's Medium (DMEM). These pressure settings were chosen to assess the clinically common IOP range of 7--30 mmHg, which is consistent with the IOP range categories in the ANSI guidelines (American National Standards Institute Z80.10---"Ophthalmic Instruments---Tonometers"). To modify the pressure setting, the DMEM level was raised or lowered in the manometer. Prior to pressure measurement via pneumatonometry, the actual pressure of the cadaver eye model was recorded. Operators trained on the use of pneumatonometry collected measurements at each eye pressure setting.

Three masked operators collected pressure measurements using three independent Model 30 pneumatonometers (paired combination of Model 30 and operator). Four eyes were measured with each configuration (1, 2, 3) at each of the four pressure settings: 7, 10, 20 and 30 mmHg; ten IOP measurements were obtained for each eye. IOP measurements obtained via the Model 30 pneumatonometer were collected in the "manual tonometry" mode, which displays the average and standard deviation of 40 readings per second for each successful measurement. The configurations, sequence of eye pressure levels (ranging from 7 to 30 mmHg) and use of Tono-Pen cover were randomly generated prior to collecting data and provided as a test matrix prior to the start of testing.

In the study protocol, to prevent bias from the individual (operator) performing the pneumatonometry readings, a reader, independent from the operators, modified test settings and recorded the IOP levels as measured by the pneumatonometer. Data were collected according to specified requirements put forth by ANSI including evaluation of IOP measurements with the excursion test method and followed tolerance levels (± 5 mmHg) between the test and reference tonometer in specified ranges of IOP. Notably, the pneumatonometer was used in "manual tonometry" mode, and values were not collected until usable measurements were available (e.g., standard deviation between readings \< 1.0 mmHg for 3 s). Operators trained in the use of the pneumatonometer collected paired readings at each IOP level; the operator was masked to the IOP pressure levels with the pneumatonometer facing opposite the operator performing measurements. For the study, three different operators were used yielding a collective total of 480 measurements (120 measurements at each IOP setting). The protocol with the clearly defined roles of the proctor/operator is shown in detail in Table [1](#Tab1){ref-type="table"}.Table 1Description of the test protocol for IOP measurements and delineation of the roles of the operator and the reader during the protocolProcedurePerformed by operatorPerformed by readerRandomize IOP test setting to 7, 10, 20, 30 mmHg with DMEM column preparationXRandomized to with or without Tono-Pen cover; if *with* Tono-Pen cover, place the cartridge onto the test fixture with the Tono-Pen cover lying over the cornea without wrinklesXRecord the pressure reading from the pressure transducerXAdvance the pneumatonometer probe onto the cornea to obtain measurement^a^XRecord IOP measurement from Model 30^a^XAllow the eye pressure level to settle to ± 1 mmHg of original IOP before each subsequent measurement^a^X^a^These steps will be repeated nine times for a total of ten measurements at each procedure setting

All procedures conducted were in accordance with the Aspire IRB and the 1964 Helsinki Declaration and its later amendments or comparable ethical standards. Human eyes were obtained from the Minnesota Lion's Eye Bank. For eyes obtained through the eye bank, Minnesota Lion's Eye Bank received written consent from family to use eyes for research purposes.

Statistical Analysis {#Sec5}
--------------------

Analysis was conducted to determine accuracy and precision with and without the Tono-Pen cover in place on measures of IOP in a cadaver eye model. The study included three operators at three known pressure settings. For each IOP setting, the measurements with and without the Tono-Pen cover were summarized by the mean, estimated bias against the eye pressure setting level (i.e., observed mean IOP measurement---determined eye pressure setting level), standard deviation (SD), and minimum and maximum.

To evaluate variance components including the reproducibility and repeatability, the study was designed as a two-way random effects model. The two-way random effects model is shown below:
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Intraclass correlation coefficient for observers (for consistency, two-way random model with multiple observers and measurements) is calculated by (equation set 3):$\documentclass[12pt]{minimal}
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The variance components above were used to calculate ICC, repeatability and reproducibility. The standard deviation of repeatability and reproducibility were calculated using the square root of equation set 2. The standard deviation for repeatability is the expected standard deviation of results of multiple measurements of any one operator on a unique eye. The limit for repeatability is the expected absolute difference between two subsequent measures by the same observer. The standard deviation for reproducibility is the expected standard deviation for multiple observers on a unique eye. The limit for reproducibility is the expected absolute difference when multiple observers measure the same eye. Percent coefficient of variance is the standard deviation normalized to the mean and used to compare standard deviation where mean values vary.

Results {#Sec6}
=======

A total of 480 paired pressure readings were collected with and without the Tono-Pen cover by three independent operators at 7, 10, 20 and 30 mmHg. At 7 mmHg, the mean IOP with the Tono-Pen cover was 8.9 ± 1.0 mmHg and without the Tono-Pen cover was 10.6 ± 1.2 mmHg, indicating a mean difference of − 1.7 ± 01.3 mmHg. At 10 mmHg pressure, the mean IOPs with and without the Tono-Pen cover present were 11.1 ± 1.7 and 12.6 ± 1.3 mmHg, respectively. At this pressure setting, the mean difference was − 1.5 ± 1.3 mmHg. At 20 mmHg, the mean IOP measurement with the Tono-Pen cover was 20.2 ± 0.9 mmHg, while the mean IOP without the cover was 21.0 ± 1.2, resulting in a mean difference of − 0.9 ± 0.9 mmHg. At the 30 mmHg IOP setting, the mean IOP with the Tono-Pen cover was 28.2 ± 0.9 mmHg and without the Tono-Pen cover was 28.9 ± 1.7 mmHg. The mean difference at 30 mmHg was − 0.7 ± 1.3 mmHg. Table [2](#Tab2){ref-type="table"} compares the mean IOP values at each setting, and Fig. [3](#Fig3){ref-type="fig"} demonstrates the agreement between measurements with and without the Tono-Pen cover using the Bland-Altman plot.Table 2Summary and comparison of the IOP measurements at each pressure setting with and without the Tono-Pen coverPressure setting configurationWith Tono-Pen cover\
Mean ± SDWithout Tono-Pen cover\
Mean ± SDDifference (with − without) Mean ± SD95% CI for mean difference*7* *mmHg*Configuration \#1 (*N* = 40)8.18 ± 0.7510.11 ± 1.39− 1.94 ± 0.98− 2.25, − 1.63Configuration \#2 (*N* = 40)9.24 ± 1.0510.76 ± 0.76− 1.53 ± 1.05− 1.86, − 1.19Configuration \#3 (*N* = 40)9.24 ± 0.7810.84 ± 1.17− 1.60 ± 1.66− 2.13, − 1.07Overall (*N* = 120)8.88 ± 1.0010.57 ± 1.17− 1.69 ± 1.27− 1.92, − 1.46*10* *mmHg*Configuration \#1 (*N* = 40)10.83 ± 1.9212.34 ± 1.50− 1.51 ± 1.34− 1.94, − 1.08Configuration \#2 (*N* = 40)11.53 ± 1.5912.94 ± 1.02− 1.41 ± 1.19− 1.79, − 1.03Configuration \#3 (*N* = 40)10.89 ± 1.3712.59 ± 1.27− 1.70 ± 1.31− 2.12, − 1.28Overall (*N* = 120)11.08 ± 1.6612.62 ± 1.29− 1.54 ± 1.28− 1.77, − 1.31*20* *mmHg*Configuration \#1 (*N* = 40)19.69 ± 0.7220.61 ± 0.79− 0.93 ± 0.82− 1.19, − 0.66Configuration \#2 (*N* = 40)19.86 ± 0.5920.56 ± 1.01− 0.70 ± 1.11− 1.06, − 0.34Configuration \#3 (*N* = 40)20.99 ± 0.8621.91 ± 1.25− 0.93 ± 0.76− 1.17, − 0.68Overall (*N* = 120)20.18 ± 0.9321.03 ± 1.20− 0.85 ± 0.91− 1.01, − 0.69*30* *mmHg*Configuration \#1 (*N* = 40)27.85 ± 1.0028.53 ± 1.59− 0.68 ± 1.12− 1.03, − 0.32Configuration \#2 (*N* = 40)28.58 ± 0.9629.41 ± 2.28− 0.84 ± 1.74− 1.40, − 0.28Configuration \#3 (*N* = 40)28.29 ± 0.6428.71 ± 0.94− 0.43 ± 0.95− 0.73, − 0.12Overall (*N* = 120)28.24 ± 0.9228.88 ± 1.72− 0.65 ± 1.32− 0.88, − 0.41*N* number of measurements95% CI (confidence interval) for mean difference based on *t* distributionFig. 3Bland-Altman plot developed based on the difference between measurements with and without the Tono-Pen cover and the mean of the measurements occurring with and without the Tono-Pen cover. Jitter was used for multiple observations

Compared with the pressure established by the DMEM column manometer (i.e., 7, 10, 20, 30 mmHg), the measurements with the Tono-Pen cover demonstrated a slightly positive bias at 7 mmHg, 10 mmHg and 20 mmHg with the mean IOP measured at 8.9 ± 1.0 mmHg, 11.1 ± 1.7 mmHg and 20.2 ± 0.9 mmHg. At the 30 mmHg setting, there was a small negative bias (− 1.8 mmHg), and the mean IOP measurement was 28.2 ± 0.9 mmHg. All 480 measurements were within ± 5 mmHg of the established test IOP setting at 7, 10, 20 and 30 mmHg. A summary of these values is shown in Table [3](#Tab3){ref-type="table"}.Table 3Summary of the IOP measurements with the Tono-Pen cover in placePressureStatisticsConfigurationSetting\#1\#2\#3Overall7 mmHgNo. of eyes4444*N*404040120Mean ± SD8.2 ± 0.89.2 ± 1.19.2 ± 0.88.9 ± 1.095% CI7.9, 8.48.9, 9.68.9, 9.58.7, 9.1%CV9.1%11.4%8.4%11.2%10 mmHgNo. of eyes4444*N*404040120Mean ± SD10.8 ± 1.911.5 ± 1.610.9 ± 1.411.1 ± 1.795% CI10.2, 11.411.0, 12.010.5, 11.310.8, 11.4%CV17.7%13.8%12.5%14.9%20 mmHgNo. of eyes4444*N*404040120Mean ± SD19.7 ± 0.719.9 ± 0.621.0 ± 0.920.2 ± 0.995% CI19.5, 19.919.7, 20.120.7, 21.320.0, 20.4%CV3.7%2.9%4.1%4.6%30 mmHgNo. of eyes4444*N*404040120Mean ± SD27.9 ± 1.028.6 ± 1.028.3 ± 0.628.2 ± 0.995% CI27.5, 28.228.3, 28.928.1, 28.528.1, 28.4%CV3.6%3.4%2.3%3.3%*Min* minimum, *Max* minimum, *CV* coefficient of variation, *SD* standard deviation, *CI* confidence interval

The intraclass correlation coefficient (ICC) was calculated to estimate the degree by which any given operator would agree with any other operator. Across the range of pressure settings with and without the Tono-Pen cover, the ICC was favorable with ICC values \> 0.75 at all settings except the 20 mmHg pressure setting with the Tono-Pen cover in place (0.69). At all pressure settings, there was not a significant difference in ICC between the measurements with and without the Tono-Pen cover. These values are shown in Table [4](#Tab4){ref-type="table"}.Table 4Repeatability and reproducibility statistical values as well as the intraclass correlation coefficient (ICC) values for each pressure setting with and without the Tono-Pen cover in placeMeanRepeatabilityReproducibilityICCSDLimit%CVSDLimit%CVWith Tono-Pen cover7 mmHg8.880.441.2354.960.541.506.030.8210 mmHg11.080.491.3584.380.541.504.840.9820 mmHg20.180.421.1842.090.591.662.940.6930 mmHg28.240.571.5822.000.411.141.440.87Without Tono-Pen cover7 mmHg10.570.471.3244.480.611.715.760.9410 mmHg12.620.431.2103.420.852.386.740.9420 mmHg21.030.571.5882.700.882.454.160.7830 mmHg28.880.681.9072.361.795.016.190.91*SD* standard deviation, *%CV* percent coefficient of variance, *ICC* intraclass correlation coefficient

Repeatability and Reproducibility {#Sec7}
---------------------------------

The summary of these analyses is shown in Table [4](#Tab4){ref-type="table"}. For repeatability, the coefficient of variation (%CV) with the Tono-Pen cover in place at 7 mmHg was 5.0%. At 10, 20 and 30 mmHg, the repeatability %CV was 4.4%, 2.1% and 2.0%, respectively. Without the Tono-Pen cover in place, the repeatability  %CV was 4.5% at 7 mmHg and 3.4% at 10 mmHg. At 20 and 30 mmHg, the  %CV values were 2.7% and 2.4%, respectively. The standard deviation and limit for reproducibility were also calculated and are shown for comparison in Table [4](#Tab4){ref-type="table"}.

For reproducibility, the  %CV with the Tono-Pen cover was 6.0% at 7 mmHg and 4.9% at 10 mmHg. Similar to the repeatability measurements, the %CV was lower at 20 and 30 mmHg with values of 2.9% and 1.4%, respectively. With the Tono-Pen cover in place, the  %CV was 5.8% (7 mmHg), 6.7% (10 mmHg), 4.2% (20 mmHg) and 6.2% (30 mmHg).

Discussion {#Sec8}
==========

The treatment of OAG remains a challenge for patients and physicians alike, largely because patients still progress despite achieving a "target" or "goal" IOP \[[@CR9]\]. Novel techniques and devices are coveted by providers for IOP reduction and treatment, particularly those that are titratable and non-invasive. The MPD is a novel treatment device capable of transient, instantaneous IOP reduction while the device is worn with active negative pressure application \[[@CR7]\]. It has tremendous potential for individualized treatment including titration of negative pressure to "dial in" a target IOP on demand. However, its unique mechanism prohibits measurement of IOP with traditional methods (e.g., Goldmann applanation, iCare, etc.) while the device is active because it requires a sealed environment to maintain its negative pressure microenvironment. Thus, this study aimed to evaluate a new technique for IOP measurement.

Early clinical data highlight the short- and long-term safety of the MPD \[[@CR6], [@CR7]\]. Additionally, a presentation by Swan et al. described the IOP-lowering capability of  the MPD utilizing a modified MPD referred to as the Excursion MPD device, a specially adapted version of the goggles that allows pneumatonometry measurements during negative pressure (Fig. [3](#Fig3){ref-type="fig"}). These measurements were obtained using a technique akin to what was evaluated in the current study. Because a reliable and precise estimation of IOP is imperative for glaucoma patients and the measurement technique from the aforementioned report by Swan et al. is new, this present report aimed to evaluate the presence of bias and precision with this technique (excursion test method) and the impact of the Tono-Pen cover on measurements.

In this report, three different individuals (operators) collected IOP measurements at randomized test IOP settings with and without the Tono-Pen cover in place on four individual eyes. For all pressure settings with the Tono-Pen cover in place, denoted as the excursion test method, the results demonstrated a small positive bias of +0.4 mmHg, highlighting the accuracy of this mode of IOP measurement. At the extremes of the test pressure settings (7, 30 mmHg), the bias was greater with a positive bias of +1.9 mmHg at 7 mmHg and --1.8 mmHg at 30 mmHg; these results suggest the measurements may be more reliable in eyes with 10--20 mmHg, which closely approximates the normal range of IOP \[[@CR10]\]. Overall, 100% of the measurements were within ± 5 mmHg of the established test pressure setting; both samples were within the guidelines for agreement within ± 5 mmHg at a 95% confidence interval. These results highlight the accuracy of this method of IOP measurement.

The precision results were favorable for all measurements, particularly with the Tono-Pen cover in place during data collection, which represents the excursion test method. Overall, there was a small negative bias with the Tono-Pen cover in place compared with measurements sans the Tono-Pen cover. For repeatability, the CV values were \< 5% at all pressure settings with and without the Tono-Pen cover in place. In addition, the repeatability SD was \< 0.7 at all test pressure settings, and the difference in repeatability SD was not significantly different at all pressure settings. For reproducibility, with the Tono-Pen cover in place, variation due to reproducibility was stable across the pressure settings with  %CV values ranging from 1.4% to 6.0% and the mean  %CV across all settings 3.8%. In addition, the reproducibility standard deviation was \< 0.6 at all pressure settings with the cover in place. Without the Tono-Pen cover, there was slightly more variation with respect to reproducibility with  %CV values \> 4% at all pressure settings ranging from 4.2% to 6.7% with the overall mean 5.7% and the reproducibility SD ranging from 0.7 mmHg to 1.8 mmHg. Compared with established methods---Goldmann applanation tonometry (GAT), ocular response analyzer (ORA), dynamic contour tonometry (DCT)---the repeatability and reproducibility values in this study were favorable. In a study evaluating the precision of the three aforementioned methods by Wang et al. \[[@CR11]\], the repeatability CV values were \> 9% for both ORA and GAT while the DCT repeatability values were similar to those of this study with 3.7%. For reproducibility, GAT, ORA and DCT all had CV values \> 6% while the excursion test method in this study had a CV value of 3.8%. These results favor the repeatability of this method as CV values \< 5% are indicative of excellent repeatability results \[[@CR12]\].

This study is not without limitations. The human anterior segment cadaver eye model is a well-studied and established model for laboratory investigation but may not translate exactly to how a real cornea with specific morphologic features (thickness, curvature) and biomechanical properties would behave with the pneumatonometer and the Tono-Pen cover present. In addition, given that this method of IOP measurement has not been previously described, it remains unclear whether bias and precision would improve over time with user experience. Moreover, it is well known that biomechanical properties of the cornea may affect IOP measurements but these parameters were not collected in this study. However, despite these limitations, this study yielded favorable results with minor bias and excellent precision and accuracy.

Conclusion {#Sec9}
==========

This study supports the reproducibility and repeatability of a new method of IOP measurement known as the excursion test method. Importantly, the Tono-Pen cover had minimal impact on pressure measurements and did not introduce a significant amount of bias at any IOP test setting. The excursion test method has clinical relevance as it permits IOP measurements with the MPD, a device with a novel mechanism for IOP reduction that represents a new approach to treatment of glaucoma. The favorable results of this study indicate the excursion test method is an acceptable and reliable method of IOP measurement.
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